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Number Price 


Description 


600 
positioning device for microscope base; turret- 
mounted intensity and color filters; auxiliacy 
lens: pinhole eyepiece; one 100 watt, 115 volt 
bulb; two way switch, cord and plug 

Didymium Filter 214 mm thick, 41 mm dia: | 
meter Ps i 5.50 
Auxiliary lens in moune for Abbe condenser 

N.A. 125, Achromatic-Aplanatic condensers 

N.A. 1.30, 1.40 | 13.50 


| 
| 
Ortho-Iluminator complete with three-point | 
| 
1 
| $178.00 


602 | Replacement bulb GE PH100S11 “3SC 
100W, 115V, clear, CC13 filament, $.C. 
base t 1.70 
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Successful microscopy and photomicrography are dependent upon an ef- 
ficient . . . controllable . . . and convenient source of illumination. The 
Ortho-Illuminator is specifically designed to satisfy these requirements 
. .. permits you fo reveal most minute details with maximum clarity to 
the very limit of the resolving power of your microscope . . . eye fatigue 
is reduced and your work made easier. 
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. « - @ new era in microscope illumination 
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